Loss of ACTH biological activity in plasma during extraction with a commercial radioimmunoassay kit.
The process used for extracting adrenocorticotropic hormone (ACTH) from plasma in the Searle ACTH immunoassay kit involves a loss of 70-100% of the biological activity of the ACTH.